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MOLECULAR VELOCIMETRY USING STIMULATED RAMAN SPECTROSCOPY 


R. J. Exton and M. E. Hillard 
NASA LaRC 

Hampton, VA 23665 


ABSTRACT 

Molecular flow velocity of N 2 is measured in a supersonic wind tunnel using 

Inverse Raman Spectroscopy. This technique employs the large Doppler shift 

exhibited by the molecules when the pump and probe laser beams are counter- 

propagating (backward scattering). A retrometer system is employed to yield a 

vibration -free optical configuration which has the additional advantage of 

obtaining both the forward and backward scattered spectra simultaneously. The 

linebreadths and their relative Doppler shift can be used to determine the 

static pressure, translational temperature, and molecular flow velocity. A 

demonstration of the concept was performed in a supersonic wind tunnel and 

included (1) measurements over the Mach number range 2.50 - 4.63, (2) static 

pressure measurements (at Mach 2.50) corresponding to a Reynolds number per foot 

£ 

range of 1 - 5 x 10 , and (3) measurements behind the shock wave of a flat plate 
model . 





BACKGROUND 


Laser Doppler Velocimetry (LDV) has been utilized extensively in the past 
for measuring flow velocities by tracking particles seeded into the flow. The 
seeding requirement, however, is often undesirable and sometimes difficult 
(e.g., flames). In aerodynamic research, strong velocity gradients (e.g., shock 
waves, vortex flows) make it difficult for the particle to track the flow due to 
the large inertia of the particle relative to the molecules. The resulting par- 
ticle lag represents a severe limitation to the application of LDV techniques at 
supersonic speeds. Seeding of particles into specific regions of interest is 
also very difficult. For example, seeding into the center of a vortex flow is 
hampered by the centrifugal forces experienced by the particles which render the 
vortex center void of particles. A new technique has been proposed ^ ^ to 
measure the flow velocity of the molecules directly using non-intrusi ve laser 
techniques. The molecular veloci meter utilizes the Doppler shift experienced by 
the molecules as revealed in the Raman spectrum. Spontaneous Raman spectroscopy 
(single laser) could in principle be used for this purpose, but weak signals and 
inadequate spectrometer resolution preclude such a measurement. Coherent 
(stimulated) Raman spectroscopy, however, increases the signal by orders of 
magnitude and has a considerably higher resolution due to the inherently narrow 
linewidths associated with lasers. The coherent techniques have been 
v demonstrated in laboratory environments using Stimulated Raman Gain Spectroscopy 

(SRGS)( 2 ^, Coherent Anti -Stokes Raman Spectroscopy (CARS)^ 3 ^, and Inverse Raman 
Spectroscopy ( IRS ) ^ 4 ^ . In this paper, we will describe some preliminary results 
of an application of IRS to a major supersonic wind tunnel at Langley Research 
Center. In order to make these sophisticated laser measurements in a high 
vibration environment, a retrometer was also developed which reduces the nor- 
mally double-ended system (two optical tables) to a single optical table plus 
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retrometer and results in a vibration -free configuration. The retrometer offers 
an additional advantage by providing simultaneous measurements of both forward 
and backward scattering. Spectral line shape analysis of these two laser con- 
figurations allows temperature and pressure to be measured in addition to 
velocity. 

THEORY OF THE STIMULATED RAMAN TECHNIQUE 
In this section, we will describe the theory of coherent (stimulated) Raman 
spectroscopy as it applies to IRS (and SRGS). In these coherent versions, two 
focused laser beams interact simultaneously with the molecules and the dif- 
ference in frequency between them is adjusted to be in resonance with a Raman 
molecular frequency, A. For molecules moving with a velocity V, the (IRS) Raman 
resonance occurs when 

n = (w - a) + (Fjj - 7J • V (1) 

where ft and are the frequency and wave vector of the pump beam (usually a 
pulsed laser) and w and are the frequency and wave vector of the probe beam 
(usually a C.W. laser). Both laser beams are tightly focused at the same point 
in space and one of them is tunable in order to come into resonance with the 
moving molecules. Many geometrical arrangements can be envisioned for these two 
lasers; however, two configurations define the limits of their interactions with 
the molecules - namely, forward and backward scattering. In forward scattering, 
both laser beams co-propagate from the same direction; whereas in backward scat- 
tering, the laser beams are in a counter-propagating configuration. In the for- 
ward scattering case, moving molecules "see" two laser beams whose frequencies 
are shifted in the same (spectral) direction and by about the same amount; hence 
there is very little Doppler shift (and breadth) by which to measure velocity. 

In the backward scattering case, on the other hand, the molecules "see" one 
laser beam shifted in one spectral direction, while the other laser beam is 
shifted in the opposite direction. This results in a large Doppler shift (and 



breadth) which is inherently easier to measure. The stimulated Raman interac- 
tion takes place over a very small volume of space defined by the overlap and 

( 5 \ 

focused character of the beams. In the quasi -C.W. arrangement' ' discussed 
here, the interaction is sensed as a gain (SRGS) or loss (IRS) in the probe 
laser power only during the brief time (typically 5-10 nano-seconds) that the 
pump beam is present in the interaction volume. The probe signal loss 6P(w) for 
IRS corresponding to two focused, col linear, Gaussian beams is given by^ 5 * 6 ^ 

4 • 10 7 ir 4 P(u)) P(n) w AN(dcr/dfi) 


6P(w) 

where 


.2 2 , . 3 

he n Aw k^ 


( 2 ) 


P(w) 

P(n) 

an 

do/dft 

n 

Aw 


probe laser power (W) 
pump laser power (W) 

population difference between the lower and 
upper states (cm -3 ) 

2 “l 

differential Raman scattering cross section (cm sr" ) 
index of refraction at the pump frequency 
Raman linewidth (sec -1 ) 


The difference between the forward and backward signals in equation (2) lies 
entirely with the Raman linewidth Aw. The major contributions* to this 

J/p 

linewidth are Lorentz (pressure) broadening [ Aw^. = K P(l/T) ] which is the 
same for both forward and backward scattering and the Doppler breadth, Awp, 


*Dicke narrowing may slightly modify the breadths in the region near 0.2 

( 7 \ 

amagat v , but there has not yet been a systematic investigation of diffusional 
effects for N£, the molecule of prime importance here. Optical Stark effects 
must also be considered and set an upper limit on the practical pump laser 
intensity that can be used. 


4 




gi ven by 


/ 8kT 1 n 2 \ 1/2 

Atop = ( r— I (a) ± fi) (3) 
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for forward (-) and backward (+) scattering. The resultant Voigt breadths for 
forward and backward scattering are, therefore, determined by the gas tem- 
perature and pressure. Figure 1 illustrates these effects for a line in the Q 
branch of N2 at 100°K. Inversely, the forward and backward breadths jointly 
determine the temperature and pressure (Fig. 2). Simultaneous measurements of 
both forward and backward line shapes for a moving gas would render a result 
similar to that sketched in Figure 3. The difference in frequency shifts bet- 
ween the forward and backward IRS peaks is given by W = 2u> V/C cos e where e is 
the angle between the (col linear) laser directions and the velocity vector. In 
this manner, velocity can be measured without resorting to an absolute frequency 
measurement. All three parameters; velocity, pressure, and temperature 
(translational), can be determined from frequency difference measurements inde- 
pendent of intensity or absolute frequency considerations. 

EXPERIMENTAL APPARATUS 

A schematic of the optical configuration is shown in Fig. 4 in which the 
focus point (interaction volume) is centered in the test section of a wind tun- 
nel. The pump laser is the output of a pulsed dye amplifier (PDA) which is used 
to amplify the tunable, narrowband (1 MHz) C.W. dye laser input. The PDA is 
pumped by the Q-switched pulses from a frequency doubled YAG laser. The 
resultant tunable output of the PDA typically has a bandwidth of 190 MHz and 
7 mJ/pulse at 5846A. The probe laser is a single longitudinal mode (linewidth 
<10 MHz) Ar + laser operated at 5145A with power output typically 500 mW. The AR + 
probe and PDA pump beams are then combined through two Pell in-Broca prisms and 
focused by lens Li into the sample volume (approximately 200 pm diameter by 6 cm 
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long). Optical losses attenuate the laser beams incident on the sample volume 
to approximately 5 mJ/pulse at 5846A and 240 mW at 5145A. The two focused beams 
then intersect lens L 2 (identical to Lj) which renders two (col linear) colli- 
mated beams. The pump beam is dumped at the retrometer using a dichroic beam 
splitter and a light trap. The collimated probe beam is transmitted by the beam 
splitter and allowed to strike the corner cube whereby this retro-reflected beam 
is brought to the same focus point in the sample volume as the forward beams. 
This situation is obtained since a corner cube sends light back in the same 
direction from whence it came. The result is that this retro-reflected focus 
point is practically independent of lateral or rotational movements of the 
retrometer. In this manner, counter-propagating, focused beams are easily 
attained with the simple requirement that the forward probe beam strike the 
retrometer. In this configuration, the retrometer can be moved (shaken) rela- 
tive to the laser table, but this motion will not perceptively impact the 
overlapping of the two counter-propagating beams. Vibration -free overlap of the 
two counter-propagating beams is, therefore, attained. The retro-reflected 
probe beam returns to the optical table where an optical isolator (Faraday rota- 
tor) intercepts the beam and directs it to a silicon photodiode detector 
(incident probe power typically 35 mW). The retro-reflected probe beam is then 
analyzed with a two channel boxcar integrator which measures the change (gain or 
loss) in the probe beam that occurs during the pulse duration of the pump laser. 

In the configuration shown in Fig. 4, the pump beam (directed toward the 
retrometer) simultaneously interacts with the C.W. probe beam in both the for- 
ward and backward directions. For a given pulse, the detector will first see a 
signal (gain/loss) from the backward scattering case, followed by a signal from 
the forward scattering case. This latter signal will be observed at a later 
time given by the round-trip time for the probe beam to travel from the sample 
volume (focus point) to the retrometer and back. This delay for the present 
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configuration is about 10 nsec - easily discriminated by the two channels in the 
boxcar integrator. Thus by scanning the PDA, forward and backward spectra are 
observed simultaneously. 

MEASUREMENTS IN A SUPERSONIC WIND TUNNEL 
In order to demonstrate the molecular velocimetry technique and the present 
system's capability, we have conducted tests in the high Mach number test sec- 
tion of the Unitary Plan wind tunnel at the Langley Research Center. In this 
test section, continuous air flow can be reliably established over the Mach 
number range 2.29 - 4.63 and a Reynolds number per foot (Re) range of 
0.76 x 10 6 - 7.78 x 10 6 . The non-intrusi ve laser tests consisted of three 
parts; (1) measurements at five Mach number conditions in order to check velo- 
city and temperature measurements, (2) measurements over a range of Reynolds 
number (at a fixed Mach number) in order to systematically demonstrate the 
system sensitivity to static pressure and (3) measurements behind the attached 
shock of a 2-D flat plate model in order to assess beam steering effects in tra- 
versing a shock layer. Many of the tests in (1) and (2) were conducted in the 
free-stream region in front of research aircraft models in order to conserve 
tunnel operating time and expense. An expanded plot of the forward and backward 
linebreadths expected for the free stream flows in the Unitary Plan wind tunnel 
is shown in figure 5. The linebreadths computed for this plot include the PDA 
linebreadth (190 MHz) in order to render pressure and temperature directly from 
the measured spectral data. A sample data point is shown in figure 5 
corresponding to the spectral data shown in figure 6 for a Mach 2.50 free stream 
flow (Re = 2 x 10 ). The measured forward and backward linebreadths and shift 
for this point are Av p = 0.33 GHz, Av g = 1.98 GHz, and W v = 1.00 GHz, in linear 
frequency, respectively. The breadths correspond to a pressure of 35 torr at a 
temperature of 161°K. The shift corresponds to a velocity of 258 m/sec along 
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the laser beam direction. Since the laser beams were inclined 64.6° with 
respect to the flow direction, this translates into a flow velocity of 602 m/sec 
(Mach number = 2.37). One of the contributions to the noise shown in figure 6 
is due to laser fluctuations since no attempts thus far have been made to nor- 
malize the signals. The averaging provided by the boxcar integrator, however, 
is adequate to demonstrate the concepts. For example, figure 7 shows the 
measured Mach number plotted versus the aerodynamical ly set conditions. The 
Mach number is the ratio between the flow velocity and the local speed of sound. 
Since the speed of sound is a function of the local temperature, the measured 
Mach number reflects both the measured velocity and measured static temperature. 
The aerodynamically set Mach number is accurate to 0.02. The data points in 
figure 7 represent the mean of the measured Mach numbers at each set condition 
while the bars show the standard deviation about the mean. The mean measured 
Mach number is in good agreement with the set conditions, showing a tendency to 
be low by about 5%. The major contribution to the random error here is the 
determination of temperature which is influenced primarily by the backward 
breadth. Although this breadth is dominated by the Doppler contribution, the 
backward signal is significantly weaker than the forward signal due to the 
increased breadth* (refer to eqn. 2). 

The capability for measuring static pressure is illustrated in figure 8. 

For these tests, the Mach number was held constant at 2.96 while the static 
pressure was set at five different levels corresponding to Re = 1,2, 3, 4, and 
5 x 10 6 . The aerodynamically set static pressures were accurate to approxima- 
tely 1%. The data in figure 8 represent individual measurements of static 


♦Measured peak signal levels, 5 P(uj)/P{u>) , for the wind tunnel experiments were 
typically 1 x 10~ 3 for forward scattering and 2 x 10“ 4 for backward scattering. 




pressure. These data illustrate the capability of the technique for measuring 
pressure, but show a consistent trend toward higher values. A large part of the 
deviation would appear to be caused by a constant offset of the data, best 
exemplified by the linear least squares fit. Parameters in the model which 
could account for deviations in measured pressure include (1) the validity of 

_ ]/p 

the assumed T dependence for the Lorentz broadening and (2) changes in the PDA 
breadth since calibration. The PDA breadth of 190 MHz is particularly important 
at the lower pressures since it represents a sizeable contribution to the 
measured forward linebreadth which is dominated by the Lorentz (pressure) 
contribution (refer to figure 1). 

The shock layer tests were performed with a flat plate model 45 x 45 x 2 cm 
(see Fig. 9). This large 2-D model was chosen since the conditions behind the 
shock are uniform over appreciable spatial dimensions and can also be accurately 
predicted. The model was moveable in the X (flow) direction which allowed the 
IRS interaction volume to be placed at different locations with respect to the 
shock wave. The probe laser beam traverses the shock wave four times when 
making measurements behind the shock— twice at the side of the model nearest the 
optical table and twice near the leading edge. No deleterious effects due to 
beam steering were observed in the IRS signal for the full range of wind tunnel 
conditions encountered. A comparison of measurements made before and after the 
shock with calculated values are shown in Table I for a Mach 2.96 flow. The 
measured values compare well with the calculated ones with the possible excep- 
tion of the temperature before the shock. The static pressures measured here 
are also high following the trend established earlier (see figure 8). In this 
regard, it should be noted that the ratio of these quantities (after/before 
shock) agree more closely with the calculated ratios, implying that the measure- 
ments are internally consistent, although not as accurate as desired. 



CONCLUSIONS 


Molecular flow velocity, static pressure, and translational temperature have 
been simultaneously measured in a supersonic wind tunnel using stimulated Raman 
spectroscopy. This represents the first time that all of these critical aerody- 
namic quantities have been measured using a single non-intrusi ve measurement 
technique. The additional significance of these measurements are (1) that the 
pressure is measured directly rather than being inferred from a density (and 
temperature) measurement, (2) that the translational temperature is measured— 
not a vibrational or rotational temperature, and (3) that the velocity of the 
major molecular constituent, N 2 , is measured— not inferred from other seeded 
species or particles. The technique was rendered practical in the high vibra- 
tion tunnel environment through the use of a specially designed retrometer. The 
retrometer also allows simultaneous measurements of both the forward and backward 
scattered Raman lines. Analysis of the breadths and relative Doppler shift of 
these lines renders a single data point for velocity, pressure, and temperature. 
Mach number comparisons with aerodynamic set conditions showed good agreement 
demonstrating the measurement capability for velocity and temperature. Static 
pressure also agreed well with aerodynamic set conditions over a range of 
Reynolds number. Although we are not concerned at this time with a detailed 
discussion of the measurement precision, these measurements adequately 
demonstrate the fundamental concepts involved. 

The demonstrated ability to perform measurements behind a shock layer are 
also significant and opens the way for detailed studies of complex aerodynamic 
phenomena. Increased spatial resolution, measurement precision, and instrument 
response time are factors which will see significant improvements in the near 
future. In addition, multi -component analysis of the velocity vector through 
the use of multiple beams and intermediate geometries will certainly be a 
central theme of continued research. 
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Table I: FLAT PLATE MODEL— Measurements before 

and after shock (M = 2.96, a = 15.6°, <|> s = 33.3°) 



Before After 

Shock Shock 




Calc. 

Meas. 

Calc. 

Meas. 

Calc. 

Meas. 

V (m/sec) 

644 

614 

564 

531 

0.88 

0.86 

T (°K) 

118 

134 

165 

167 

1.40 

1.25 

P (torr) 

21 

23 

62 

70 

2.95 

3.04 

Mach # 

2.96 

2.67 

2.19 

2.03 

0.74 

0.76 
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Fig. 2 Backward and forward Voigt linebreadths (FWHM) are shown for the N2 Q 
Branch (J = 10) line over a wide range of temperature and pressure. 



IRS 

SIGNAL 

(RELATIVE) 



Fig. 3 Sketch of the shift and breadth of the forward and backward scattered 
Raman lines relative to the unshifted (zero velocity) position. 
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LIGHT TRAP 



. 4 Schematic of the optical configuration for vibration -free Raman Doppl 
velocimetry in a wind tunnel. 





Fig. 5 Backward and forward linebreadths for the N2 Q branch (J = 10) line for 
the temperature and pressure range expected for supersonic free stream 
flows in the Langley Unitary Wind Tunnel. The 190 MHz instrumental 
linewidth (assumed Gaussian) of the PDA is included in the Voigt 
breadths (FWHM) shown here. A single data point is also shown 
corresponding to the spectral data shown in figure 6. 
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750 MHz MARKER 


6 Measured spectral data for a Mach 2.50 free-stream flow in the Unitary 
Wind Tunnel (Re = 2 x 10 6 ). The scan time was approximately 2 minutes. 
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MACH 

NUMBER 

(MEASURED) 



MACH NUMBER 
(AERODYNAMIC SET POINT) 


Fig. 7 Measured free-stream Mach number versus the aegodynamically set Mach 
number in the Unitary wind tunnel (Re = 2 x 10 for all points except 
M4.63 for which Re = 4 x 10 b ) 
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Fig. 8 Measured static pressure versus aerodynamical ly set pressures 

corresponding to Re = 1,2, 3, 4, and 5 x 10 . The mean of the measured 
temperatures for these points was 121°K (standard deviation 17°K) com- 
pared with a computed temperature of 123°K. 
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Cross-sectional sketch of the flat plate model 
and its attached shock wave 
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